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Reagents and Methods

Butyl-1-methylpyrrolidinium bis(trifluoromethylsulfonyl)imide ([C 4 mpy][NTf 2 ]) (
78% nitrogen, 21% oxygen, 0.03% CO 2 , 0.93% Ar and less than 0.03% of various other components) from Airgas Great Lakes (Independence, OH) were used in this study. The modified Clark cell 8, 9 ( Figure S1A ) equipped with the platinum electrode and the microfabricated Pt electrode ( Figure S1B ) were used. This electrode design allows methane to be oxidized at the gas/solid/liquid interface (TPB) which minimizes the limitation of high viscosity of ILs and enable us to obtain fast response time. 10 All potentials were referenced to the platinum quasi reference electrode potential which has been calibrated with ferrocene/ferrocenium (Fc/Fc+) redox processes in the same IL for the calibration of the redox potentials throughout this study ( Figure S2 and detail methods can be seen in supporting information. We pre-mix various gases with a 1.25
inch stirring fan in a 125 ml glass bottle, then the mixed gases were introduced into the ionic liquid electrochemical gas sensor system. The different concentrations of mixing gases were prepared using digital mass-flow controllers that provides accurate control of the flow rate of the analyte gas flow and the diluent gas flow. All gases we used in this work are 99.95% of the purity. The accuracy of the digital mass-flow controller is ± 1% of full scale of flow rate and the repeatability is 0.2% of full scale. Either the analyte gas flow or the dilutant gas flows were humidified by bubbling it through a wash bottle filled with water. The final relative humidity (RH) of mixing gas is the ratio of humidified gas flow in the total flow rate. (Humidified gas flow/total flow rate) Figure S1 (A) illustrates the details of the amperometric gas sensor set-up used in this study. Details of this set-up are also discussed in our early report. 8 It resembles the earliest electrochemical gas sensors such as Clark cell but there are several differences. 100-mesh platinum gauze (100-mesh, Sigma-Aldrich; area of working electrode is 0.64 cm 2 ) was pressed onto a porous Teflon membrane (Zitex TM, Chemplast, Incorporated, Wayne, New Jersey) to serve as the working electrode, allowing for efficient current collection with excellent gas diffusivity. Two 0.5-mm diameter polycrystalline platinum wires (Sigma-Aldrich) were used as counter and quasi-reference electrodes. These electrodes were organized into a sandwich structure in the Kel-F electrochemical cell ( Figure S1A ) with an IL as the electrolyte and placed in a home-made dry box. All experiments were carried out at 25 ± 1 °C.
The flexible interdigited electrode (IDE) which was microfabricated planar Pt electrode on the Teflon gas-permeable membrane using method reported 15 is shown in Figure S1 The characterization of the electrochemical methane sensor was performed with a VersasStatMC (Princeton AMETEK US). All potentials were referenced to the platinum quasi reference electrode potential which has been calibrated with ferrocene/ferrocenium (Fc/Fc+) redox processes in the same IL for the calibration of the redox potentials throughout this study ( Figure S2 ) [11] [12] [13] [14] . All potentials were subsequently referenced with an error bar within ±5 mV. All the mixing gases were made by pre-mixing various gases in a glass bottle with a stirring fan before introducing them in the sensor system. Humidified gas streams were obtained by directing nitrogen gas of known flow rate through a Dreschel bottle (250 mL) partially filled with water prior to mixing with the gas analytes. Teflon tubing was used for the gas feeding system. The tail gases was absorbed by the alkali solution (NaOH and Ca(OH) 2 ).
Chronoamperometry experimental conditions
Double potential step chronoamperometry A 0.9 V of potential was applied near the methane oxidation potential for 300s and then it was stepped to -1.2V to allow oxygen reduction for 300s
as well. The same potential program was repeated five times at different methane concentrations (from 1-5 vol.% in air).
Single potential step chronoamperometry A potential of 0.9 V was applied to the Pt working electrode. After a 300s current decline, at which point charging current become negligible, the sensor was exposed to an air stream with methane introduced at increasing amounts with the concentration of 1 vol.% at each step. The background current without methane is offset to zero.
In these experiments, dry air was used as carrier gas and the overall gas flow rate was 200 sccm. methane oxidation without oxygen reduction process in a potential window from 0~1.5V.
ILs permit the facile methane electrooxidation to CO 2 and water at room temperature. 9 [C 4 mpy][NTf 2 ] is one of the best solvents to stabilize superoxide inside, which promotes the complete oxidation of methane to CO 2 and water. 16 This was supported by the results shown in Figure S3B that without superoxide, the potential of methane oxidation is higher than 1.2V and the anodic currents are much smaller. Water generated at the Pt surface also can facilitate methane oxidation to CO 2 via formation of a Pt-OH intermediate.
17, 18
H 2 O and CO 2 effect
Water has been discussed as a major potential interference for IL based system. The kinetically slow in aprotic condition. 19, 20 As shown in Figure S5 , the currents changes of the oxygen redox processes due to high humidity (RH: 30% or 50%), were very small compared with the dry air conditions, because of the low solubility of H 2 O in this IL and high stability of 
